Pace Analytical Services, Inc.
315 Chestnut Street

ace Analytical” -

www.pacelabs.com (218) 742-1042

July 20, 2015

Tom Moe

USS Corporation

P.O. Box 417

Mountain Iron, MN 55768

RE: Project: NPDES Data Gaps
Pace Project No.: 1249437

Dear Tom Moe:

Enclosed are the analytical results for sample(s) received by the laboratory on July 01, 2015. The
results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Melisa M Woods
melisa.woods@pacelabs.com
Project Manager

Enclosures

cc: Terri Sabetti, Northeast Technical

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.. Page 1 of 13




ace Analytical

www.pacelabs.com

Project: NPDES Data Gaps
Pace Project No.: 1249437

Pace Analytical Services, Inc.
315 Chestnut Street

Virginia, MN 55792

(218) 742-1042

CERTIFICATIONS

Minnesota Certification IDs
1700 Elm Street SE Suite 200, Minneapolis, MN 55414
A2LA Certification #: 2926.01
Alaska Certification #: UST-078
Alaska Certification #MN00064
Alabama Certification #40770
Arizona Certification #: AZ-0014
Arkansas Certification #: 88-0680
California Certification #: 01155CA
Colorado Certification #Pace
Connecticut Certification #: PH-0256
EPA Region 8 Certification #: 8TMS-L
Florida/NELAP Certification #: E87605
Guam Certification #:14-008r
Georgia Certification #: 959
Georgia EPD #: Pace
Idaho Certification #: MN0O0064
Hawaii Certification #MN00064
lllinois Certification #: 200011
Indiana Certification#C-MN-01
lowa Certification #: 368
Kansas Certification #: E-10167
Kentucky Dept of Envi. Protection - DW #90062
Kentucky Dept of Envi. Protection - WW #:90062
Louisiana DEQ Certification #: 3086
Louisiana DHH #: LA140001
Maine Certification #: 2013011
Maryland Certification #: 322
Michigan DEPH Certification #: 9909

Virginia Minnesota Certification ID's
315 Chestnut Street, Virginia, MN 55792
Alaska Certification #: UST-078
Alaska Certification #MN01084
Arizona Department of Health Certification #AZ0785
Minnesota Dept of Health Certification #: 027-137-445

Minnesota Certification #: 027-053-137
Mississippi Certification #: Pace
Montana Certification #: MT0092
Nevada Certification #: MN_00064
Nebraska Certification #: Pace

New Jersey Certification #: MN-002
New York Certification #: 11647

North Carolina Certification #: 530
North Carolina State Public Health #: 27700
North Dakota Certification #: R-036
Ohio EPA #: 4150

Ohio VAP Certification #: CL101
Oklahoma Certification #: 9507
Oregon Certification #: MN200001
Oregon Certification #: MN300001
Pennsylvania Certification #: 68-00563
Puerto Rico Certification

Saipan (CNMI) #:MP0003

South Carolina #:74003001

Texas Certification #: T104704192
Tennessee Certification #: 02818

Utah Certification #: MN000642013-4
Virginia DGS Certification #: 251
Virginia/VELAP Certification #: Pace
Washington Certification #: C486
West Virginia Certification #: 382

West Virginia DHHR #:9952C
Wisconsin Certification #: 999407970

North Dakota Certification: # R-203
Wisconsin DNR Certification # : 998027470
WA Department of Ecology Lab ID# C1007
Nevada DNR #MN010842015-1
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Pace Analytical Services, Inc.

. ® 315 Chestnut Street
aceAnalytical Virgina, MN 55752
www.pacelabs.com (218) 742-1042

SAMPLE SUMMARY

Project: NPDES Data Gaps
Pace Project No.: 1249437

Lab ID Sample ID Matrix Date Collected Date Received

1249437001 SWO001 Station 701 Water 07/01/15 09:30 07/01/15 14:50

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

Project: NPDES Data Gaps
Pace Project No.: 1249437

SAMPLE ANALYTE COUNT

Pace Analytical Services, Inc.

315 Chestnut Street
Virginia, MN 55792

(218) 742-1042

Analytes
Lab ID Sample ID Method Analysts Reported Laboratory
1249437001 SWO001 Station 701 EPA 200.7 MAR 5 PASI-V
SM 2320B MW 1 PASI-M
SM 2540C BEM 1 PASI-V
EPA 300.0 DMB 2 PASI-V
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ace Analytical

www.pacelabs.com

Project:

Pace Project No.: 1249437

ANALYTICAL RESULTS

NPDES Data Gaps

Pace Analytical Services, Inc.
315 Chestnut Street
Virginia, MN 55792

(218) 742-1042

Sample: SWO001 Station 701

Lab ID: 1249437001

Collected: 07/01/15 09:30 Received: 07/01/15 14:50 Matrix: Water

Parameters Results Units PQL MDL DF Prepared Analyzed CAS No. Qual
200.7 MET ICP Analytical Method: EPA 200.7 Preparation Method: EPA 200.7
Calcium 19.9 mg/L 2.0 0.12 4 07/07/15 07:59 07/07/15 11:55 7440-70-2
Magnesium 24.0 mg/L 2.0 0.27 4 07/07/15 07:59 07/07/15 11:55 7439-95-4
Potassium 2.6 mg/L 2.0 0.29 4 07/07/15 07:59 07/07/15 11:55 7440-09-7
Sodium 14.2 mg/L 2.0 0.53 4 07/07/15 07:59 07/07/15 11:55 7440-23-5
Total Hardness 148 mg/L 13.2 14 4 07/07/15 07:59 07/07/15 11:55
2320B Alkalinity Analytical Method: SM 2320B
Alkalinity,Bicarbonate (CaCO3) 69.0 mg/L 5.0 25 1 07/13/15 14:12
2540C Total Dissolved Solids Analytical Method: SM 2540C
Total Dissolved Solids 264 mg/L 10.0 10.0 1 07/07/15 07:39
300.0 IC Anions 28 Days Analytical Method: EPA 300.0
Chloride 253 mg/L 1.0 0.50 1 07/16/15 23:31 16887-00-6
Sulfate 58.9 mg/L 2.0 0.089 1 07/16/15 23:31 14808-79-8

Date: 07/20/2015 01:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 5 of 13



ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
315 Chestnut Street

Virginia, MN 55792

(218) 742-1042

Project: NPDES Data Gaps
Pace Project No.: 1249437
QC Batch: MPRP/5523 Analysis Method: EPA 200.7
QC Batch Method:  EPA 200.7 Analysis Description: 200.7 MET
Associated Lab Samples: 1249437001
METHOD BLANK: 225312 Matrix: Water
Associated Lab Samples: 1249437001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Calcium mg/L <0.029 0.50 07/07/15 11:39
Magnesium mg/L <0.067 0.50 07/07/15 11:39
Potassium mg/L <0.072 0.50 07/07/15 11:39
Sodium mg/L <0.13 0.50 07/07/15 11:39
LABORATORY CONTROL SAMPLE: 225313
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Calcium mg/L 50 51.0 102 85-115
Magnesium mg/L 50 51.0 102 85-115
Potassium mg/L 10 9.8 98 85-115
Sodium mg/L 20 19.3 96 85-115
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 225314 225315
MS MSD
1249447001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Calcium mg/L 33.6 50 50 89.6 86.6 112 106 70-130 3 20
Magnesium mg/L 52.6 50 50 109 105 112 104 70-130 4 20
Potassium mg/L 10.9 10 10 215 20.9 106 100 70-130 3 20
Sodium mg/L 31.3 20 20 53.2 51.3 110 100 70-130 4 20
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 225316 225317
MS MSD
1249551001 Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Calcium mg/L 56.3 50 50 116 114 119 115 70-130 2 20
Magnesium mg/L 147 50 50 209 205 124 116 70-130 2 20
Potassium mg/L 18.2 10 10 29.6 28.9 114 108 70-130 2 20
Sodium mg/L 41.3 20 20 65.3 63.8 120 112 70-130 2 20

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 07/20/2015 01:56 PM

REPORT OF LABORATORY ANALYSIS
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ace Analytical

www.pacelabs.com

Project: NPDES Data Gaps
Pace Project No.: 1249437

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
315 Chestnut Street

Virginia, MN 55792

(218) 742-1042

QC Batch: WET/42882
QC Batch Method:  SM 2320B
Associated Lab Samples: 1249437001

Analysis Method: SM 2320B
Analysis Description: 2320B Alkalinity

METHOD BLANK: 2020365
Associated Lab Samples: 1249437001

Parameter

Units

Matrix: Water

Blank Reporting
Result Limit Analyzed

Qualifiers

Alkalinity,Bicarbonate (CaCO3)

mg/L

<2.5 5.0 07/13/1512:01

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 07/20/2015 01:56 PM
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ace Analytical

www.pacelabs.com

QUALITY CONTROL DATA

Pace Analytical Services, Inc.
315 Chestnut Street

Virginia, MN 55792

(218) 742-1042

Project: NPDES Data Gaps
Pace Project No.: 1249437
QC Batch: WET/18977 Analysis Method: SM 2540C
QC Batch Method:  SM 2540C Analysis Description: 2540C Total Dissolved Solids
Associated Lab Samples: 1249437001
METHOD BLANK: 225451 Matrix: Water
Associated Lab Samples: 1249437001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Total Dissolved Solids mg/L <10.0 10.0 07/07/1507:39
LABORATORY CONTROL SAMPLE: 225452
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Total Dissolved Solids mg/L 255 264 104 80-120
SAMPLE DUPLICATE: 225453
1249599001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Dissolved Solids mg/L 1070 1080 10
SAMPLE DUPLICATE: 225454
1249527001 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Total Dissolved Solids mg/L 352 348 10

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 07/20/2015 01:56 PM
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ace Analytical

www.pacelabs.com

Pace Analytical Services, Inc.
315 Chestnut Street

Virginia, MN 55792

(218) 742-1042

QUALITY CONTROL DATA

Project: NPDES Data Gaps
Pace Project No.: 1249437
QC Batch: WETA/12730 Analysis Method: EPA 300.0
QC Batch Method:  EPA 300.0 Analysis Description: 300.0 IC Anions
Associated Lab Samples: 1249437001
METHOD BLANK: 228812 Matrix: Water
Associated Lab Samples: 1249437001
Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Chloride mg/L <0.50 1.0 07/16/15 18:33
Sulfate mg/L 0.62J 2.0 07/16/15 18:33
LABORATORY CONTROL SAMPLE: 228813
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Chloride mg/L 50 50.4 101 90-110
Sulfate mg/L 50 49.5 99 90-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 228814 228815
MS MSD
1250176001  Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Chloride mg/L 149 50 50 199 199 99 99 90-110 0 20
Sulfate mg/L ND 50 50 50.8 50.8 98 98 90-110 0 20
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 228937 228938
MS MSD
1249437001 Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual
Chloride mg/L 25.3 50 50 77.6 77.7 105 105 90-110 0 20
Sulfate mg/L 58.9 50 50 109 109 101 101  90-110 0 20

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.

Date: 07/20/2015 01:56 PM

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, Inc.
315 Chestnut Street

ace Analytical” -

www.pacelabs.com (218) 742-1042

QUALIFIERS

Project: NPDES Data Gaps
Pace Project No.: 1249437

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.

MDL - Adjusted Method Detection Limit.

PQL - Practical Quantitation Limit.

RL - Reporting Limit.

S - Surrogate

1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

LABORATORIES

PASI-M Pace Analytical Services - Minneapolis
PASI-V Pace Analytical Services - Virginia

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 07/20/2015 01:56 PM without the written consent of Pace Analytical Services, Inc.. Page 10 of 13



ace Analytical

Project:

www.pacelabs.com

Pace Analytical Services, Inc.

QUALITY CONTROL DATA CROSS REFERENCE TABLE

NPDES Data Gaps

Pace Project No.: 1249437

315 Chestnut Street
Virginia, MN 55792
(218) 742-1042

Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
1249437001 SWO001 Station 701 EPA 200.7 MPRP/5523 EPA 200.7 ICP/4370
1249437001 SWO001 Station 701 SM 2320B WET/42882
1249437001 SWO001 Station 701 SM 2540C WET/18977
1249437001 SWO001 Station 701 EPA 300.0 WETA/12730

Date: 07/20/2015 01:56 PM

REPORT OF LABORATORY ANALYSIS
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s v e The Chain-of-Custody is a LEGAL DOCUMENT. All relevant fier:CL: S o S . .
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Company. 1USS Corporation _mmuo: To:  Tom Moe Attention:
Address: P.O. Box 417 [Copy To: Company Name:
M. iron, MN 55768 Address: R pa Ty Adency L i
Email: Purchase Order # Pace Quote:
|Prone: [Fax: Project Name:  NPDES Data Gaps Pace Project Manager: _heather.zika@pacelabs.com, R R St Hhine
|Requested Due Date: Project # JPace Profile #
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Document Name: Document Revised: 23Feb201 5
. e Sarnple Condition Upon Receipt Form ” Pagelofl
/PQCEAMM!C‘?I Document No.: Issuing Authority:
! F-VM-C-001-Rev.09 Pace Virginia, Minnesota Quality Ofﬂce

Client Name: ‘Project #:
Upon Receipt u S (
S oré .

Courier; [ IFed Ex . Ques [CJusps (tient
Clcommercial  [JPace [Jother:

Tracking Number:

Custody Seal on Cocler/Box Present? DYes [Eﬂ\:o Seals Intact? [ Jves Eﬂ\lo l Optional: - Proj. Due Date: Proj. Name: —I
Packlng Material: (Jeubblewrap  [JBubble 8ags  [“JNone  [JOther: lTO\WLL. S Temp Blank? Eﬁl/es [Cne
Thermometer Used: @/140792808 Type of Ice: Wet [slue  [CINone D‘%mles onice, cooling process has begun
Cooler Temp Read °C: E/_I p’ Cooler Temp Corrected °C: q L Biological Tissue Frozen? [ Jyes [N B%IA
Temp should be above freezing to 6°C Correction Factor: T, > __ Date and initiais of Person Examining Contents: '?_/l /( Roef
. Comments:
Chain of Custody Present? Igg’es Cive  [COw/a | 1
Chain of Custody Filled Out? EiYes Einve  [n/a | 2.
Chain of Custody Relinguished? E{Yes One  [Owya | 3.
Sampler Name and Signature on COC? IY_rIYes CInve [OIN/A | 4.
Samples Arrived within Hold Time? E{Yes CINe  [ON/A | S "
Short Hold Time Analysls (<72 hr})? [Oyes IjNo [n/A | 6.
Rush Turn Around Time Requested? [ves No [n/a | 7.
Sufficient Volume? Mlives [[Ne  [n/a | 8
Correct Containers Used? Pves v [IN/a | 8,
-Pace Containers Used? él)"es Ceo [CIn/a
Containers Intact? Yes [Ne  [On/a | 10.
Filtered Volume Received for Dissolved Tests? Cves o _@N/A 11. Note if sediment is visible in the dissolved containers.
Sample Labels Match COC? ____IQ((es One  Owva | 12,
-Includes Date/Time/ID/Analysls  Matrix: \/—’
All containers needing acid/base preservation will be d’es Cve  Cva See pH log for results and additional preservation
checked and documented in the pH loghook. . documentation
Headspace in Methyl Mercury Container [ves CIno SN/A 13.
Headspace in VOA Vials { >6mm)? Clves  [Ono E]N/A 14,
Trip Blank Present? {ves  [Ono I‘_"ﬁ)l/A 15,
Trip Blank Custody Seals Present? Clves © [Ono Oi/a
Pace Trip Blank Lot # {if purchased):

CLIENT NOTIFICATION/RESCLUTION Field Data Required? [ Jves [No
Person Contacted: Date/Time:

Comments/Resolution:

iy

FECALWAIVERONFILE ¥ N TEMPERATURE WAIVERONFILE Y N

Project Manager Review: ‘ /j‘//@ Date: 7/97//4

Note: Whenever there is a discrepancy affecting North Carolina compliance samples, a copy of this form will be sent to the North Carolina BEHNR Certification Office { 1.e out of
hold, incorrect preservative, out of temp, incorrect contaliners)
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